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A New 10 CPS-600 KC High Stability VTVM 



SEE ALSOt 

^^Wpveforfn Effect i 
an Voltmeters," p, 3 



1AST spring -hp- incroduced a ^^acuum 
rftube voltmeter* of a special new design 
which operated up to more than 4 mc and 
which had an extremely high scability* This 
voltmeter has become one of the most pop- 
ular instruments -hp- has 
ever produced. 

The same basic design has 
now been extended to a new companion 
voltmeter which operates from 10 cps to 
600 kc, measures voltages as low as 0.3 milli- 
volt, is virtually unaffected by line voltage 
levels from 103 to 127 volts^ and has a high 
input impedance of 10 megohms shunted by 
25 mmf. 

An accuracy curve tj^pical of the perform- 
ance of the new voltmeter is shown below. 
This curve shows not only the constanc}' of 
the voltmeter accurac\^ as a function of fre- 
quency but also includes any errors intro- 



duced by low or high line voltages. Typi- 
cally, a change in line voltage from 105 to 
127 volts will cause in the voltmeter reading 
a change which is scarcely perceptible in the 
middle region and which is less than 0.5% at 
the ends of the frequency range. Rated accu- 
racy for the instrument is within 2% of full 
scale from 20 cps to 100 kc and within 3% of 
full scale from 1 cps to 600 kc. This accu- 
racy applies for any line voltage in the 103- 
127 volt range. 

The instrument covers a voltage range 
from 3 millivolts full scale to 300 volts full 
scale in 1 1 ranges. Since readings can easily 
be made down to at least one-tenth of full 
scalcj voltages as low as 0,3 millivolt can be 
measured* Dbm calibrations on the meter 
face can be used in combination with dbm 

*Jahn Zei'enhergefi, "W^der Range and Higher Stability 
in the New -hp- 4 MC Voltmeter^ Heu let t-Pac hard 
Journal VoL 5. No. 9, May, 1954. 




Pig, L New -bp- Model 400 AB operates from 
10 cpi to 600 kc, is accurate within Wc 
Voltages a% loir as 0.? millivolt can be meas* 
ured. Output termtnah permit use as high" 
gain amplifier. Collapsible bail on boUOfti 
permits meter to be tilted. 
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Fig. 2. T]fpi€al accuracy of Model 400 A B. Effect of tine voltage 
changes from 103 to 127 volts is perceptible only at extrefnes of 

range. 
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calibrations on the range switch to 
permit readings to be made directly 
in dbm in a 600-ohni circuit over a 
range from — 60 to +50 dbm with 
dbm equal to 1 milliwatt in 600 
ohms. 

Output terminals are provided on 
the voltmeter to permit use as a 
high-gain amplifier or to permit 
view^ing the waveshape being meas- 
ured on an oscilloscope. Approxi- 
mately 0.5 volt open circuit is avail- 
able from the output terminals from 
a source impedance of 600 ohms. Re- 
sponse at the output terminals H es- 
sentially identical to the response of 
the voltmeter at frequencies above 
20 cps. 

TUBE RE (PLACEMENTS 

Like its i mc counterpart, the new 
voltmeter has an extremely low sen- 
sitivity to %'ariations in the Gj^ of 
replacement tubes. This occurs not 
only because substantial feedback is 
used to stabilize the voltmeter, but 
also because the feedback is treated 
in a special manner. 

In the voltmeter amplifier type 
6AH6 pentodes and type 6BK7 dual 
triodes are used. Nominal Gm's for 
these tubes in the circuits in which 
they are operated are 6,500 and 5,100 
micromhos, respectively. The effect 
on the performance of the voltmeter 
of wide G,|, variations from +10% 
to —20% in all tubes in the volt- 
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—20% G^ variations in iuhes in 
400AE, 

meter amplifier is shown in Fig, ^. 
In the worst case it will be seen that 
the voltmeter accuracy is altered by 
2% and this occurs only at the lowest 
rated frequency of 10 cps. The fact 
that G]f/s lower than design center 
value cause the gain of the voltmeter 
to increase a little is the result of the 
special feedback treatment used, 

GENERAL 

Care has been taken in many ways 
to make the new^ voltmeter conven- 
ient CO use, A collapsible bail on the 
bottom permits the unit to be tilted 
for easy viewing of the meter. The 
instrument uses the easily-read *hp- 
linear meter face. Switching tran- 
sients have been suppressed so that 
only a partial scale deflection of less 
than a second*s duration occurs 
when changing ranges. Measured 
frequencies which lie near or at the 
power line frequency cause httle re- 
action- 



Consiructionally, the new instru- 
ment is compact and requires only 
7 J" X Sy of bench surface. Etched 
circuitry is used to give a clean lay- 
out and good accessibility to com- 
ponents. All except low- voltage elec- 
trolytic capacitors are of the "long 
life" type which have proved highly 
successful, -John Zet'^nhergm 



SPECIFICATIONS 

-hp- 

MODIi 400A1 VACUUM TUBE 

VOLTMETEft 

VOLTAGE RANGE: 0.3 mv to 300 volts. 11 
rangers, sfr]ect«d ^iJK front pan^l iwUzh. 
Full tealn readings of: 

0.003 voNs 0.1 3.0 100 

01 O.a 10.0 300 

0.03 1.0 30 

ffffQUfNCr RANGSi 10 tpt to 600 U. 

ACCURACY ^ With nomtnol Une voltage ^10% 
{103 volt* to }27 voJti]^ ovi^rcill accuracy k 
wFthin ^2% ef full scole, 20 cps 1o 100 Itc, 
±3% 10 cps to 600 kc, 

CAHBRATtQN^ Rccids rms valu« of sine wave. 
Voltogs Fndactition propDrEionol to ovefoge 
voluo of oppli«^d wove. Linear voltoge 
scales, to 3 and to 1 .0; d^b scoId^ — T2 
db to I 2 db, based on dbm = 1 mw in 
600 ohnns, 10 db intervals between rongei. 

INPUT IMPEDANCE: 10 megohms shunted by 

25 ^^f. ^ 

AMPllflER: Output terminals ore provided so 
voltmeter con b? ussd to amplify small 
signafs or monitor waveforms under test 
wirh on oscilloscope. 



1 10%, 50/1000 cpi. 



POWfft. 115 230 volt* 
opprox^ 70 watts, 

SIZE: Cobinet Mount: WVa" high, 7V^'' wide. 
7" deep. Sock Mount: 19" wide, 7" high, 
7V2'" deep. 

WEIGHT: Cabinet Mount: N#t 15 lbs,; shipping 
weight 25 lbs. Rock Mounts Net 15 Ibj,; 
shipping weight 26 lbs. 

ACCESSORIES AVAnABiEi ■hp- AC.60A Line 
Matching. Transfofrner, $25.00. -hp- Model 
452 A Copocirive Volloge Divider, SI 00.00. 
'hp- Model 454A Copoclfive VoJtog^ Di- 
V icier, S?5.00. hp^ Models 470A-470F Shuni 
Resistori. 

PRICE t 'hp- Model 400 A B Vocoum Tube Vott- 
meter, cobinet mavrtf, $200^00. -hp- Model 
400Ae'R Vacuum Tobe Voltmeter rock mount, 
5205,00. 

AM prices f,o.b. Polo Alto, Calif ornio 
Dotp Subject fo chonge without notice. 



The accomponying article (next page) describing the 
effect of harmonics on VTVM readings should prove both 
interesting and useful to oil who use VTVM's. The material 
to be presented includes original data on the effect of com- 
bined hormonics such as are encountered in distortion meas- 
urements. These data will be summarized in a series of curves 
which can easify be applied in proctical coses. 

The article mil be published in three parts. 
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Some Effects of Waveform on VTVM Readings 



WHEN using a vacuum-tube 
voltmeter calibrated in rms 
values, how is the peak-to-peak 
value of a square wave obtaiaed 
from the voltmeter reading? Or 
what is che effect on the reading of 
the presence of 10% third harmonic? 
In practice, numerous questions such 
as these occur as to how^ waveforms 
other than pure sine waves inHuence 
the voltmeter reading. Before ques- 
tions of this nature can be answered* 
however, ie is necessary to know the 
operating prificiple of the voltmeter 
being used, 

^hp* voltmeters are of two types: 
those in which the meier deflection 
is proportional to the average value 
of a rectified c>^cte of the applied 
waveform and those in which the 
deflection is proportional to the 
positive peak value. Equivalent cir- 
cuits of these types are shown in Fig. 
1. In the -hp- aver age- reading type 
the applied waveform is amplified 
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Fig. L (st) Average-Teading type circuit 
used in -hp- 400 teries voltmeters io oh- 
tain relative freedom jrom waveform 
effects as discuised in accompanying arti- 
cle, (h) Peak-reading tpfpe circmt used in 
-hp- 410 voUmeters. Although this circuit 
has greater sensitivity to wareforfn effects^ 
it is possiMe, through suitable design to 
operate the circuit up to hundreds of 
megacycles as in the -hp- 410E 700-mega- 
cycle voltmeter. 



CO a convenient high leveL It is then 
rectified and the resultant current 
pu!ses applied to a d-c miUiammeter 
calibrated in terms of the input volt- 
age* The ballistic characteristics of 
the meter integrate the moments of 
force in the meter movement to pro- 
duce a steady deflection of the meter 
pointer. Any d-c component in the 
applied voltage is excluded from the 
measurement because of the input 
blocking capacitor. 

In the 'hp- peak -reading t>'pe cir- 
cuit (Fig* Ifbl) the positive peak of 
the applied waveform charges a 
capacitor through a diode. The re- 
sulting d-c voltage^ or a known 
fraction of it, is then applied to a 
stabilized d-c amplifier. A voltage- 
ca 11 bra ted meter monitors the ampli- 
fier output. Again, any d-c compon- 
ent is excluded. 

Both of these circuits are calibrat- 
ed so that they indicate the rms 
val ue of an applied pure sine wave. 
That is, the average- reading t>'pe 
reads LU times the average value of 
a rectified cycle of any applied wave; 
the peak^reading t}pe reads 0J07 
times the positive peak. The rms 
calibration of (or scale used with) 
both meters applies as long as the 
input is a pure sine wave. But when 
the meters are used to measure com- 
plex waves, the readings must be 
correctly interpreted because the 
ratios of rms to average and rms to 
peak are usually not the same in a 
complex wave as in a sine wave. In 
general the average- reading meter 
gives readings on complex waves 
which are closer to the true rms 
values than does the peak reading 
meter. 

EXTHEMfS OF ERROft, AVERAGE-READING 
METERS 

In a square wave the unique re- 
la t ion exists that the average, rms, 
and peak values are all the same. 




-hp- Model 400D 10 cps - 4 megacycle 

voltmeter uses average^readiag type 

circuit* 




*hp~ Model 4 1 OB 700-megacyde voit- 
meter uses peak-reading type circuit. 



Fig. 2 

Since an average-reading meter in- 
dicates 1. 11 times the average value^ 
k w^ill indicate 11% high for the rms 
value of a square wave. Further, a 
square wave has the lowest ratio of 
rms value to absolute average value 
of any wave. It follows, then, thai an 
average- reading naeter will never 
read more than 11% high. 

At the other extreme consider a 
series of short duty cycle pulses hav- 
ing a given rms value. As the duty 
cycle approaches zero, the pulse 
amplitude need only increase as 
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1/ \/ duty cycle m keep the rms value 
coos tan L Thus, the absolute average 
value of the wave approaches zero. 
It is conceivable, then» that an aver* 
age-feading meter woulj indicate 
as much as 100% low. Excluding 
short duty cycle pulse waveforms, 
however, an average-reading meter 
seldom reads more than 20% low on 
complex w^aves. 

SECOND HARMONIC WITH 
AVERAGi-RlADING METIitS 

The accuracy with which an aver- 
age-reading meter will indicate the 
rms value of a wave with harmonic 
content depends not only on the 
amplitude of the harmonic but on 
Its phase and order as well. In the 
case of a wave with second harmonic 
content, the difference between the 
true rms value of the wave and the 
reading indicated by an average* 
reading voltmeter will be small for 
most waves encountered in practice. 

Fig. 3 shows the calculated range 
of absolute average values of a wave 
consisting of a fundamental with 
various amounts of second har- 
monic. The upper and lower limits 
of the shaded area are determined by 
the phase of the harmonic with 
respect to the fundamental. Con- 
sider, for example, a wave consisting 
of a fundamental combined with an 
"in-phase*' second harmonic, i.e., a 
second harmonic whose zero-axis 









1 9 1 1 1 








/ 


1 A H 




EFFECT OF 2ND HARMaHIC 

ON 
AVERAGE HEADING METER 




1 ? 










/ 
^ 


La 






^ 
^ 


^^- 


1.2' 
1 n. 


















mi RMS SUH 


^ . 

>:^^ 


r^ .^ 




v^ 


f^ 


nwj 




"* 




mm 










1 


FUmMEHUi BUS 

\ 1 1 



!0 30 « 
PERCENT 



50 



eo TO SO 
HARMONIC 



Kg. 3. CiilcMihited limit % (shaded areai of absolute at^erage 
valnr of ware consisting of fttudametftal and %'mious amounts 
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cation of calcfilated data. Dashed line shows irue rms value. 



intercepts coincide with the corres- 
ponding fundamental intercepts as 
shown in Fig. 4(a). In eachhalf c^'cle 
of the fundamental, the second har- 
monic contributes a positive compo- 
nent and a negative component 
which are equal in area and so do 
not alter the average value of the 
rectified wave. An in-phase second 
harmonic will thus cause no change 
in the meter reading until the har- 
monic reaches a value such that its 
initial slope (slope at 0» 2-, 4ir^ etc., 
radians) exceeds the slope of the 
fundamental For such higher slopes 
the complex wave acquires addi- 
tional crossings of the zero axis. 
When this happens, the harmonic 
adds area to the rectified wave and 
the average value begins to increase. 
Since the initial slope of a second 
harmonic does not exceed the slope 
of the fundamental until the har- 
monic reaches a value of 50%, the 
average value of the wave will re- 
main constant until an in-phase sec- 
ond harmonic reaches this value. 
The lower boundary of the shaded 
area in Fig. 3 shows this case. 

The condition for which a second 
harmonic will cause the average 
value of the complex wave to follow 
most closely the rms sum of the com- 
ponents is where the harmonic has a 
'*quadranire" relation to the funda- 
mental, t,e., the peaks of the har- 
monic occur at the 
time the funda- 
mental intercepts 
the s^ero axis, as 
illustrated in Fig. 
4(b), This is also 
the condition usu- 
ally encountered In 
practice. A square 
law term in a trans* 
fer characteristic, 
for example, pro- 
duces a quadrature 
relation for the sec- 
ond harmonic. 

The calculated 
average values for 
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Fig* 4. (a) ht- phase harmonic causes low- 
est readings on average-reading volt- 
meter, (h) Qnadrature harmonic causes 
average-reading irAtmeter to follow rms 
value most closely. Quadrature relation 
is case usually encountered in practice. 

a wave consisting of a fundamental 
with various amounts of a quadra- 
ture second harmonic are plotted in 
Fig. 3 as the upper boundary for the 
shaded area. 

The calculated data in Fig. 5 were 
verified experimentally by establish- 
ing a "fundamental" and a ^'second 
harmonic" and adjusting these so 
that they caused a slow beat on an 
-hp- 4Q0D average-reading type 
meter. The limits of the beat w^ere 
then observed. The data obtained in 
this manner are plotted as small 
circles on the curv^e. The close agree- 
ment is apparent. 

In examining Fig. 3 it will be seen 
that for second harmonics of typical 
magnitudes the average-reading 
type meter will give readings quite 
close to the true rms sum. For a sec- 
ond harmonic of 25% magnitude, 
for example, the error of the average- 
reading meter is but 3% and this 
applies in the case of an in-phase 
harmonic. With a 10% second har- 
monic, the error is less than 1%. 

(Continued in next issue) 

— B, M. Oliver 
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